Pressure redistribution in wheelchair cushion for paraplegics: its application and evaluation.
A survey of the first 200 cases supplied with a "Paracare" pressure redistribution wheelchair cushion. The rationale of the design and material used is discussed. The method of application and follow-up studies are given and a total evaluation of the results achieved to date are presented.